Quantitative Assessment of In-solution Digestion Efficiency Identifies Optimal Protocols for Unbiased Protein Analysis*

Ileana R. León‡, Veit Schwämmle‡, Ole N. Jensen‡§, and Richard R. Sprenger‡§

The majority of mass spectrometry-based protein quantification studies uses peptide-centric analytical methods and thus strongly relies on efficient and unbiased protein digestion protocols for sample preparation. We present a novel objective approach to assess protein digestion efficiency using a combination of qualitative and quantitative liquid chromatography-tandem MS methods and statistical data analysis. In contrast to previous studies we employed both standard qualitative as well as data-independent quantitative workflows to systematically assess tryptic digestion efficiency and bias using mitochondrial protein fractions. We evaluated nine trypsin-based digestion protocols, based on standard in-solution or on spin filter-aided digestion, including new optimized protocols. We investigated various reagents for protein solubilization and denaturation (dodecyl sulfate, deoxycholate, urea), several trypsin digestion conditions (buffer, RapiGest, deoxycholate, urea), and two methods for removal of detergents before analysis of peptides (acid precipitation or phase separation with ethyl acetate). Our data-independent quantitative liquid chromatography-tandem MS workflow quantified over 3700 distinct peptides with 96% completeness between all protocols and replicates, with an average 40% protein sequence coverage and an average of 11 peptides identified per protein. Systematic quantitative and statistical analysis of physicochemical parameters demonstrated that deoxycholate-assisted in-solution digestion combined with phase transfer allows for efficient, unbiased generation and recovery of peptides from all protein classes, including membrane proteins. This deoxycholate-assisted protocol was also optimal for spin filter-aided digestions as compared with existing methods. *Molecular & Cellular Proteomics 12: 10.1074/mcp.M112.025585, 2992–3005, 2013.

MS-based proteomics is an indispensable technology for the characterization of complex biological systems, including relative or absolute protein expression levels and protein post-translational modifications. The most popular method for analyzing medium to high complexity protein samples in large-scale proteomics relies on protein digestion by using the endoprotease trypsin. Analysis and sequencing of tryptic peptides by liquid chromatography-tandem MS (LC-MS/MS) then enables identification and determination of protein expression levels based on the peptide ion abundance level or the (fragment) ion intensities of identified peptides. This peptide-centric approach thus strongly relies on efficient, unbiased and reproducible protein digestion protocols. Efficiency is required to maximize the number of detectable peptides per protein (coverage) to distinguish unique proteins within protein families with similar sequences and/or sequence variants, and to detect post-translational modifications. Unbiased generation of peptides is required for the resulting data set to most accurately reflect the relative (stoichiometry) and absolute protein abundance in a sample. A particular protocol should be unbiased with respect to abundance, molecular weight, hydrophobicity and protein class. Membrane proteins for example are often suspected to be underrepresented. For MS-based proteomics approaches several critical steps can be distinguished: (a) disruption and solubilization of cells and protein complexes, (b) protein denaturation and enzymatic proteolysis, (c) MS-compatible peptide recovery, which normally entails removal of reagent leftovers and desalting before MS analysis, (d) adequate peptide separation (achieved by liquid chromatography), and (e) MS peptide analysis and sequencing (MS/MS), including the chosen data acquisition strategy.

Comparative evaluations of digestion protocols generally consist of qualitative studies using standard tandem mass spectrometry. These approaches may reveal efficiency (i.e. more identifications), but are unable to reveal digestion pro-

---

1 The abbreviations used are: LC-MS/MS, liquid chromatography tandem mass spectrometry; AGC, automatic gain control; CSV, comma separated values; CV, coefficient of variation; DIA, data independent acquisition; DDA, data dependent acquisition; FDR, false discovery rate; FPR, false positive rate; FWHM, full width at half maximum; ISD, in-solution digestion; iTRAQ, isobaric tag for relative and absolute quantitation; LTQ, linear trap quadrupole; PLGS, ProteinLynx Global Server™; PT, phase transfer; RG, RapiGest; SDC, sodium deoxycholate; SF-ISD, spin filter aided in-solution digestion; TEAB, triethylammonium bicarbonate; TM, transmembrane domain; TMT, tandem mass tag; UPLC, ultraperformance liquid chromatography.

From the ‡Department of Biochemistry and Molecular Biology, University of Southern Denmark, Campusvej 55, DK-5230 Odense M, Denmark
Received November 12, 2012, and in revised form, June 17, 2013
Published, MCP Papers in Press, June 21, 2013, DOI 10.1074/mcp.M112.025585
mental parameters including reagents for protein solubilization that were previously reported optimal and we also report methods based on spin filter-aided and standard in-solution digestion such as SDC.

An alternative strategy is to perform protein digestion on spin filter devices, introduced a few years ago by Manza and co-workers (13), and further developed by Wisniewski et al. (14). This approach allows the use of SDS to first achieve complete protein solubilization as gel-separation is an effective way to remove interfering substances. Gel-based approaches are however not optimal for protein samples of increasing complexity and dynamic range (2). Inherent and practical limitations include, for example, concentration-dependent, incomplete peptide recovery and error-prone handling procedures (3–6). This hampers throughput, reproducibility and unbiased protein analysis, which in recent years has prompted a shift toward the application and optimization of in-solution digestion procedures.

Previous comparative studies revealed that for in-solution digestions, the acid labile and MS-compatible detergent RapiGest performed most favorably compared with buffer only, urea, other detergents and organic solvents (7–9). Sodium deoxycholate (SDC), naturally found in mammalian bile (10), has emerged as a cheaper MS-compatible detergent for in-solution digestion (11). Unlike other detergents, SDC was found to enhance trypsin activity almost fivefold at a concentration of 1% (12). Like RapiGest, SDC can also be removed by acidification, but potentially without detrimental peptide loss if a phase separation protocol involving organic solvent is applied (12).

An alternative strategy is to perform protein digestion on spin filter devices, introduced a few years ago by Manza and co-workers (13), and further developed by Wisniewski et al. (14). This approach allows the use of SDS to first achieve complete protein solubilization followed by removal of the detergent through repeated washes with urea (14). This is an effective way to remove interfering chemicals and small molecules after protein solubilization, and before digestion, without substantial sample loss. Although this protocol is touted to be a highly effective and universal method for any type of sample, digestion is performed using urea or buffer only and has so far not been evaluated in combination with detergents such as SDC.

For our comparative study we selected protocols and methods based on spin filter-aided and standard in-solution digestion that were previously reported optimal and we also report novel optimized protocols. We investigated several experimental parameters including reagents for protein solubilization and denaturation (SDS, SDC, urea), spin filter aided removal of SDS before digestion (urea, SDC, buffer), trypsin digestion conditions (buffer, RapiGest, SDC, urea), and methods for removal of detergents before analysis of peptides (acid precipitation or phase separation with ethyl acetate).

Mitochondria are organelles carrying out key metabolic processes fundamental for cellular function (15). The mitochondrial proteome is predicted to contain up to a thousand proteins (16) and is very heterogeneous with a wide range of protein pI, molecular weight and hydrophobicity values (17). We selected mitochondrial preparations to serve as model sample of medium complexity, containing a favorable combination of peptide and protein classes, including soluble and insoluble membrane-anchored or integral proteins.

Using standard qualitative as well as data-independent quantitative LC-MS/MS workflows we demonstrate that SDC-based protocols combined with phase separation are the most optimal for both in-solution and filter-aided trypsin digestion, yielding the highest efficiency and lowest bias. This workflow enabled quantitative and objective assessment of various protein digestion conditions, identifying optimal protocols for efficient and unbiased protein analysis.

**EXPERIMENTAL PROCEDURES**

**Materials**—RapiGest acid-labile surfactant was purchased from Waters Corporation (Milford, MA). Trypsin (modified, sequencing grade) was obtained from Promega (Madison, WI). Poros®20 R2 reverse phase material was purchased from Applied Biosystems (Inforgen, Applied Biosystems). Sodium deoxycholate (SDC), sodium dodecyl sulfate (SDS) and other chemicals were purchased from Sigma. Solvents used were minimally HPLC grade.

**Rat Liver Mitochondria-Enriched Fractions**—Crude mitochondrial samples from 25 animals were generated in the group of Professor Rolf Kristian Berge, University of Bergen, Norway as recently described (18). The model sample was generated by pooling equal amounts of the 25 preparations. Samples were stored at −80 °C and all manipulations were performed in a cold room to avoid degradation during sample preparation. Protein quantitation was carried out by Qubit™ Fluorometric Quantitation (Invitrogen, Invitrogen).

**Sample Preparation Protocols**—Hundred microgram aliquots of pooled mitochondrial sample were used for each individual experiment and all procedures were performed in triplicate. In order to keep the description of all the various protocols brief, only general buffer names are mentioned. All protocol-specific buffer compositions are provided in Table I.

**In-solution Digestion (ISD)**—Five µl aliquots, equivalent to 100 µg of protein, were mixed with 10 µl of “denaturation & solubilization” buffer and incubated for 10 min at 80 °C (except for the ISD/Urea protocol in which the temperature was controlled to not exceed 30 °C). Subsequently, 5 µl of 45 mM dithiothreitol solution (in H2O) was added followed by incubation for 20 min at 60 °C. Reduced cysteine residues were alkylated by adding 5 µl of 100 mM iodoacetamide solution (in H2O) and incubation proceeded for 30 min at room temperature, in the dark. The sample was diluted with water and the protease trypsin was added in a 1:100 (enzyme/protein) ratio to a final volume of 100 µl. This is an effective 10-fold dilution over initial conditions and the end-concentrations are indicated in Table I. The digestions took place for 5–7 h at 37 °C. Trypsin activity was inhibited by acidification with 5 µl 10% TFA, which also induced precipitation of the surfactant, if added. RapiGest was removed according to the protocol supplied by the manufacturer (incubation for 30 min at 37 °C,
followed by centrifugation. Standard and phase transfer assisted removal of SDC was performed as described (12).

Spin Filter Aided In-Solution Digestion (SF-ISD)—Five μl aliquots, equivalent to 100 μg of protein, were mixed with 50 μl of denaturation and solubilization buffer and incubated for 30 min at 60 °C. After protein denaturation, the sample was transferred to a Microcon spin filter device (YM-30, Millipore) and mixed with 200 μl of "remove SDS" buffer (Table I). The device was centrifuged at 10,000 × g for 15 min. This step was repeated once. All subsequent centrifugation steps were performed under the same conditions, allowing maximum concentration. Subsequently, 100 μl of iodoacetamide solution (0.05 μl) was added to the concentrated protein mixture followed by 1 min shaking and 20 min incubation without shaking, at room temperature in the dark. All devices were centrifuged to remove excess iodoacetamide solution. Two additional wash steps were performed by adding 100 μl of buffer (Table I) followed by centrifugation. The concentrated protein mixture was subjected to tryptic digestion by adding 50 μl of 0.2 μg/μl trypsin solution (enzyme to protein ratio 1:100, in buffer; see Table I) and mixed at 600 rpm in a thermomixer for 1 min. Digestion was performed by incubation in a wet chamber at 37 °C for 5–7 h. Afterward, peptides were collected in a low-binding tube using centrifugation, and the filter device was rinsed with 50 μl of buffer (Table I). When applicable, standard and phase transfer assisted removal of SDC was performed as described (12).

Protein Database—Peptide and protein identifications for both approaches were obtained using the same UniProt database (release 2011_01, 16432 entries) with rat Swiss-Prot and TrEMBL entries that were modified to include known N-terminal processing and maturation of proteins (19, 20). Common contaminants were appended, as well as several protein standards that serve as internal standard for the label-free absolute quantitative approach enabling determination of protein concentrations and to address technical variation (21).

Standard nanoLC-MS/MS Analysis—Peptide digest mixtures (corresponding to about 250 ng) were desalted using Poros®20 R2 reversed phase microcolumns as previously described (22) and SpeedVac lyophilized before LC-MS. Peptides were dissolved in mobile phase A (0.1% formic acid in water) and applied onto an in-house made 17 cm fused silica capillary column (100 μm ID) packed with 3 μm Reprosil-C18 reverse phase material (Dr. Maisch GmbH, Ammerbuch-Entringen, Germany) and fitted to an Easy-nLC (Thermo Scientific, Odense, Denmark). Peptides were separated using a 100 min gradient from 0% to 34% of mobile phase B (80% acetonitrile, 0.1% formic acid) at 250 nl/min. Eluting peptides were analyzed using automated data-dependent acquisition on a LTQ-Orbitrap XL mass spectrometer (Thermo Scientific, Bremen, Germany). Each MS scan (400–1800 m/z) was acquired at a resolution of 60000 FWHM and was followed by 5 MS/MS scans triggered above an intensity of 20000 using CID (normalized collision energy 35). The maximum ion injection time was 500 ms for MS and 300 ms for MS/MS scans. The automatic gain control (AGC) target value was 100000 for MS scans in the Orbitrap and 10000 for MS/MS scans in the LTQ.

Standard LC-MS/MS Data Processing and Protein Identification—Raw data from the LTQ-Orbitrap-MS were processed in Proteome Discoverer v1.3.0.339 (Thermo Scientific) using default parameters. The rat N-matured UniProt database was searched using an in-house Mascot server, version 2.2.03 (Matrix Science, London, U.K.) with 10 ppm peptide and 0.6 Da fragment ion tolerances. Trypsin with the possibility of two missed cleavages was selected as enzyme. Carbamidomethyl cysteine was specified as fixed modification. The following variable modifications were allowed: oxidation (M), deamidation (N/Q) and N-terminal protein acetylation. The Percolator tool was used for peptide validation based on the PEP score. A cutoff value of peptide rank ≥ 1 and high confidence was chosen, corresponding to a 1% false discovery rate (FDR) on peptide-level.
RESULTS

Study Design—We devised a comparative study to identify the most efficient and unbiased protein digestion protocol, by applying both standard qualitative and data-independent label-free quantitative MS approaches. Using mitochondria-enriched fractions as sample model, we optimized and assessed both existing and novel combinations of conditions for trypsin-based digestion methods, using both spin filter-aided (SF) and standard in-solution digestion (ISD). A flowchart illustrating the combination of different steps and digestion conditions compared in this study is depicted in Fig. 1. These combinations were chosen to evaluate several critical parameters of a digestion protocol including protein solubilization and denaturation, conditions during trypsin digestion as well as removal of detergents, if any, before digestion and/or before MS analysis. The protocols were designed and selected based on the use of the best, but principally MS-incompatible detergent for protein solubilization (SDS) versus MS-compatible surfactants (SDC, RapiGest) and chaotropic reagents (urea) considered optimal for protein digestion. Digestion of 100 μg of mitochondrial protein sample was performed in triplicate for each of the nine investigated protocols as detailed in Table I.

Standard Qualitative Evaluation of Digestion Protocol Efficiency—We first focused on the qualitative comparison of digestion protocols including only standard removal of MS-compatible surfactants (RapiGest and SDC) by acid precipitation as well as urea-based protocols. In addition we investigated the effectiveness of removing SDS before trypsin digestion in SF-based protocols by washing with urea, SDC or buffer only. A total of 21 protein digests corresponding to seven different protocols were analyzed by LC-MS/MS on an LTQ-Orbitrap XL using standard data dependent acquisition (DDA). Under-sampling and missing values are common problems related to the stochastic nature of standard DDA approaches and therefore combining 3–5 replicates is at least recommended to characterize a sample (28). The unique peptide and protein identifications for each single replicate as well as the combined result of triplicate experiments are provided in Table II. A qualitative summary of technical and protocol triplicates is supplied in the supplemental Material (supplemental Figs. S1 and S2). The number of summed identifications over three replicates for each of the seven different protocols ranged from 121 to 484 proteins (Fig. 2A) and 208 to 3489 peptides (Fig. 2C). When considering all the presented parameters including the number of identified proteins, peptides and overall coverage, the SF-ISD protocol with SDC is the most efficient protocol in this comparison. With this result we also evaluated for the first time the application of SDC as surfactant in SF-ISD protocols. This combination outperformed the standard SF-ISD:SDS-Urea/- protocol (14), commonly regarded as a highly effective and universal sample preparation method. The difference is most notable when considering the average and distribution of protein sequence coverage (Fig. 2B), and the number of identified peptides (Fig. 2C). Although the number of protein identifications ranks as the second best result when using the SF-ISD:SDS-Urea/- protocol (Fig. 2A), the number of peptides per protein is among the lowest when using that protocol (Table II).

The improved performance of our new SF-ISD:SDC protocol can most likely be attributed to the use of additives during digestion, as in this comparison the SF-ISD:Urea/- protocol is generally outperformed by any of the other protocols involving RapiGest, SDC, or urea. When comparing detergent performance, the use of SDC seemingly outperforms the RapiGest-based protocol. Although the number of protein identifications is similar, the number of identified peptides (Fig. 2C) and overall protein coverage (Fig. 2B) are in favor of the SDC-based protocols. The protein coverage for the ISD:Urea protocol is the second best, but also displays less protein identifications and an obvious larger number of missed cleavages (Fig. 2D). No obvious differences were noted for the percent-
age of modified peptides (supplemental Fig. S3D), average peptide GRAVY score, average peptide pI and average molecular weight (Table II) for which graphical distributions are also provided (supplemental Fig. S3). Combined we thus concluded that our SF-ISD:SDC protocol is preferable to the other methods tested.

Evaluation of the SDS Removing Efficiency before Digestion with SF-ISD Protocols—
SDS is a powerful solubilization agent

TABLE I
Overview of the sample preparation and digestion conditions for the spin filter-aided (SF) and standard in-solution digestion (ISD) protocols. All listed values are end-concentrations; the marked values (*) represent an effective 10-fold dilution over initial conditions. If present during digestion, detergent removal was achieved by acid precipitation (AP) or phase transfer (PT)

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>Denaturation &amp; Solubilization</td>
<td>1 % RapiGest / 7.5 mM DTT</td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>8 M Urea / 7.5 mM DTT</td>
<td></td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>5 % SDC / 7.5 mM DTT</td>
<td></td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>5 % SDC / 100 mM DTT</td>
<td></td>
<td></td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>4 % SDS / 100 mM DTT</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
</tr>
<tr>
<td>Remove SDS</td>
<td>8 M Urea</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td>✓</td>
</tr>
<tr>
<td></td>
<td>0.5 % SDC</td>
<td></td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>buffer only (20mM TEAB)</td>
<td></td>
<td></td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Modify cysteines</td>
<td>15 mM IAA</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>50 mM IAA</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Trypsin digestion</td>
<td>0.1 % RapiGest*</td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>1 M Urea*</td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>0.5 % SDC*</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>buffer only (20mM TEAB)</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Remove detergent</td>
<td>0.5 % TFA (acidification only)</td>
<td>✓</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>0.5 % TFA (acid precipitation; AP)</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td>0.5 % TFA &amp; 100% ethyl acetate (phase transfer; PT)</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td>✓</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

TABLE II
Comparison of trypsin-based digestion protocols after analysis by standard qualitative nanoLC-MS/MS

<table>
<thead>
<tr>
<th>Digestion protocol</th>
<th>Peptide identifications</th>
<th>Protein identifications</th>
</tr>
</thead>
<tbody>
<tr>
<td>Rep 1</td>
<td>Rep 2</td>
<td>Rep 3</td>
</tr>
<tr>
<td>ISD:RG</td>
<td>2225</td>
<td>2241</td>
</tr>
<tr>
<td>ISD:Urea</td>
<td>2334</td>
<td>2319</td>
</tr>
<tr>
<td>ISD:SDC</td>
<td>1958</td>
<td>2515</td>
</tr>
<tr>
<td>SF-ISD:SDC</td>
<td>2682</td>
<td>2536</td>
</tr>
<tr>
<td>SF-ISD:SDC-Urea/−</td>
<td>1589</td>
<td>1642</td>
</tr>
<tr>
<td>SF-ISD:SDS/SDC</td>
<td>944</td>
<td>1124</td>
</tr>
<tr>
<td>SF-ISD:SDS/-</td>
<td>154</td>
<td>149</td>
</tr>
</tbody>
</table>

*Identified proteins and reported molecular weights represent mature protein forms as non-mature sequences such as signal peptides and mitochondrial transit sequences have been removed, as described in Material and Methods.

Values represent the sum of unique peptide sequences and protein identifications from triplicate experiments.
used at the start of SF-ISD protocols. Any leftovers of SDS will however affect trypsin digestion and can hamper chromatographic separation of peptides and subsequent MS analysis. Urea was shown to be effective in the quantitative removal of SDS (14), but we attempted to streamline the SF-ISD protocol for use with SDC by avoiding urea. This would simplify and shorten the procedure by reducing the number of steps required. Three protocols were tested for this purpose. A total of 468 proteins were identified after using the published standard SF-ISD protocol. Far fewer proteins were identified for the SF-ISD protocols, which use washes with SDC or buffer only for removing SDS before trypsin digestion (290 and 121 proteins, respectively). The chromatographic runs for these two samples were clearly disrupted (data not shown), indicative of interfering residual SDS present in the digests. The original SF-ISD protocol with urea as wash solvent clearly indicates that only urea is effective enough to completely remove SDS and cannot be replaced by washing in the presence of SDC.

In summary, the standard qualitative results indicate a general advantage of detergent-assisted (SDC) digestion and that only urea is effective enough to remove SDS used in spin filter-aided protocols. Any particular differences between for example the best performing filter-aided and standard in-solution digestion protocol cannot be discerned. The variation among those protocols lies within the general systematic variation caused by the experimental procedures and data-dependent MS/MS acquisition (supplemental Figs. S1 and S2).

Qualitative Evaluation of Digestion Protocols Following Data-Independent Acquisition—The main limitations of standard MS/MS approaches in shotgun proteomics are undersampling and missing values as the precursor selection process is favorable to the more abundant components present in a sample and different pools of peptides are targeted in each (replicate) experiment (28). We therefore employed MS², a data-independent mode of acquisition, which allows for the detection and multiplexed fragmentation of all ions without selection of precursors (23, 24). This mode of acquisition also enables accurate label-free relative and absolute quantitation (21). We proceeded with this qualitative and quantitative approach to identify the most efficient protocol, which at the same time shows the least bias to a particular peptide or protein class (e.g. highly abundant, hydrophobic or membrane associated). We decided to proceed with the four most promising and efficient protocols (ISD:RG, ISD:Urea, ISD: SDC, SF-ISD:SDC) and added two additional conditions to investigate any bias of removing SDC by either acid precipitation (AP) or phase transfer (PT). A previous qualitative study reported that during acidic precipitation of SDC and hydrolysis of RapiGest, potential bias is introduced because of co-precipitation events (12). The authors introduced a phase transfer protocol for SDC using ethyl acetate to prevent detrimental peptide loss, which was suggested to particularly affect hydrophobic peptides (12).

A total of six different protocols were analyzed in triplicate by LC-MS² on a QTOF tandem mass spectrometer as described in the materials and methods. A detailed overview of results is provided in Fig. 3 and Table III. We applied stringent filtering to the qualitative and quantitative results obtained from the PLGS software. Only unique peptide and protein identifications replicating in at least two out of three replicate runs were reported and used for further analysis. The number of identifications replicating in at least two out of three runs for each of the six different protocols ranged from 204 to 272 proteins (Fig. 3A) and from 1729 to 2706 peptides (Fig. 3C). These qualitative results follow a similar trend as compared with the initial analysis (see previous sections). All SDC-based protocols outperformed the other protocols (ISD:RG and ISD: Urea). The SF-ISD protocols with SDC are the most efficient when considering the number of identified peptides, proteins, and overall coverage (Table III). Interestingly, for both the ISD:SDC and SF-ISD:SDC protocols, removal of SDC after digestion using the phase transfer protocol (PT) is advantageous over standard removal by acid precipitation (AP). Although the protein identifications are similar, the number of identified peptides clearly differs, which is reflected in the
protein coverage box plots (Fig. 3B). The protein coverage for the ISD:Urea protocol again displays a relatively high protein coverage, but also the lowest number of identified peptides and proteins (Table III), in addition to a comparably large number of missed cleavages (Fig. 3D). No differences were observed on the level of peptide modifications or protein molecular weight (supplemental Fig. S4).

These results indicate a general advantage of SDC-assisted digestion, and the SF-ISD:SDC protocol in particular, with a clear preference for removing SDC using phase transfer. The MS\(^6\) approach generally resulted in higher average protein coverage with more peptides identified per protein and among runs as compared to DDA (Table III). This improved qualitative information alone can however not reveal the details of any protocol bias. We therefore continued with the quantitative information of this data set to investigate protocol dependent abundance changes of peptide and protein classes.

Quantitative Evaluation of Digestion Protocols—To enable label-free relative and absolute quantification, unlabeled digested protein standards were added to each sample before the LC-MS\(^6\) analyses (29). A complete overview of the quantitative results is provided in supplemental Table S1 and supplemental Fig. S4, including coefficients of variation (CV) and average total protein and peptide abundances. For example, the total amount loaded on column was estimated to be around 500 ng as determined by a protein assay before digestion. The measured amounts determined by label-free absolute quantification range from 409 to 479 ng (with an average CV of 15%), indicating recoveries (digestion efficiency) between 82 and 96% (supplemental Table S1).

Fig. 4A depicts the dynamic range distribution and stoichiometry of absolute quantified mitochondrial proteins in mmol/mol for one of the best performing protocols, ISD:SDC (PT), based on the qualitative assessment. The individual quantitative protein values, in molar amount on-column as reported by the PLGS search engine, were divided by the sum. Membrane proteins, with one or more transmembrane domains, appear equally distributed among all detected proteins over the measured dynamic range. The total detected molar amount in each protocol for proteins with (TM \(\geq 1\)) or without (TM = 0) transmembrane domains is shown in Fig. 4B. Although the standard ISD protocols display the highest yield for both protein classes, the relative contribution is very similar among the protocols (Fig. 4C). The number of membrane proteins (TM \(\geq 1\)) constitute less than a third of all identifications (supplemental Fig. S4E), but represent almost half of the total molar protein amount (Fig. 4C). Expression in molar amount.

TABLE III
Comparison of trypsin-based digestion protocols after analysis by label-free quantitative nanoLC-MS\(^6\)

<table>
<thead>
<tr>
<th>Digestion protocol</th>
<th>Peptide identifications</th>
<th>Protein identifications</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Average(^a) (sd)</td>
<td>ID(^1) ((\geq 2))</td>
</tr>
<tr>
<td>ISD:RG (AP)</td>
<td>2584 (58)</td>
<td>1869</td>
</tr>
<tr>
<td>ISD:Urea</td>
<td>2502 (95)</td>
<td>1729</td>
</tr>
<tr>
<td>ISD:SDC (AP)</td>
<td>2782 (129)</td>
<td>2087</td>
</tr>
<tr>
<td>ISD:SDC (PT)</td>
<td>3144 (295)</td>
<td>2394</td>
</tr>
<tr>
<td>ISD:SDC (AP)</td>
<td>3020 (119)</td>
<td>2293</td>
</tr>
<tr>
<td>ISD:SDC (PT)</td>
<td>3453 (63)</td>
<td>2706</td>
</tr>
</tbody>
</table>

\(^a\) Average number of unique peptide sequences or protein identifications from three replicates.

\(^b\) Number of unique peptide sequences or proteins identified by PLGS in at least two out of three replicates.

\(^c\) Number of unique peptide sequences or proteins identified in at least two out of three replicates after run-alignment (Progenesis LC-MS).

\(^d\) Averaged values are calculated from peptides and proteins present in at least two out of three replicates.

\(^e\) C omnipresent in all identified proteins, \(\geq 1\) in at least two of three replicates.

\(\geq 1\) constitute less than a third of all identifications (supplemental Fig. S4E), but represent almost half of the total molar protein amount (Fig. 4C). Expression in molar amount.

Quantitative Assessment of Protein Digestion Protocols

Fig. 3. Qualitative evaluation of six digestion protocols analyzed with data independent LC-MSE\(^6\). Average number of unique protein (A) and peptide (C) identifications from technical triplicates (white bars), number of quantified proteins and peptides present in at least two out of three replicates (gray bars), and average number of unique, quantified protein and peptide identifications after alignment of all data-independent runs using Progenesis LC-MS software (black bars). The distributions of summed protein sequence coverage are depicted (B) as well as the percentage of missed cleavages among the evaluated protocols (D).
allows the estimation of stoichiometry for which an example is provided in Fig. 4. The alpha and beta subunits of the mitochondrial ATP synthase complex are present in three copies compared with the majority of other subunits present in only one copy. This 3:1 stoichiometry is indeed reflected by the experimentally determined absolute protein values. We further extended the example to all protocols by investigating the presence and absolute amount of the catalytic core F1 complex subunits α, β, γ, δ, and ε, for each of the investigated protocols. The error bars indicate standard deviation of triplicate measurements.

![Fig. 4](image)

Fig. 4. Dynamic range distribution and stoichiometry of quantified mitochondrial proteins. The plotted abundance distribution (A) depicts results from the ISD:SDC (PT) protocol. Light blue circles represent proteins without transmembrane domains (TM = 0), whereas dark blue circles represent proteins containing one or more transmembrane domains (TM ≥ 1). Yellow diamonds represent quantified ATP synthase subunits, which agree with their known stoichiometry. The ATP synthase complex is schematically depicted in the top right corner (A). The bar charts represent the summed absolute (B) and relative (C) protein amounts obtained for each protocol categorized by proteins with (TM ≥ 1) or without (TM = 0) transmembrane domains. (D) The detection and absolute amount of the catalytic core F1 complex subunits α, β, γ, δ, and ε, for each of the investigated protocols. The error bars indicate standard deviation of triplicate measurements.

We first evaluated general protocol bias aiming to identify the most reproducible and unbiased method. We therefore investigated the variation of generated peptide and protein abundance levels in each protocol. For a measure of abundance, this was followed by outlier insensitive median normalization and import of the PLGS search results. The complete data set was then filtered to use only unique (proteotypic) peptides for protein quantitation, and only proteins and peptides present in at least two out of three replicate runs were reported (Table III and supplemental Table S1). Despite these stringent filters, the resulting data set has very few missing values (~1-4%), which demonstrates the strength of combining run alignment with data-independent MS² data sets. The very comparable numbers of quantified identifications from the six different protocols ranged from 327 to 336 proteins (Fig. 3A) and 3452 to 3696 peptides (Fig. 3C). The highly complete discovery-based DIA data set is reminiscent of targeted approaches and includes 3729 distinct peptides quantified with 96% completeness between all protocols and replicates (64,224 out of 67,122). An average of 11 peptides were identified per protein, providing a very high average coverage of 40% for the 336 proteins, observed with 99% completeness (5967 out of 6048). An identification-based analysis would obviously not reveal any differences, but this high quality data set is well suited for a quantitative and statistical evaluation to uncover relevant abundance differences in and among protocols.

We first evaluated general protocol bias aiming to identify the most reproducible and unbiased method. We therefore investigated the variation of generated peptide and protein abundance levels in each protocol. For a measure of abun-
dance bias, histograms were created depicting the distribution of ratios, calculated as the change in abundance for each peptide or protein in each protocol relative to the average of all digestion protocols (Fig. 5). Next, an interval was defined consisting of one standard deviation, calculated over the complete quantitative data set. This represents no significant change in peptide or protein abundances, which is defined as ± one standard deviation, calculated over the complete quantitative data set. The percentages above each histogram represent the peptides or proteins that are included in this interval. Box plot distribution of percentage ‘deviation from average’ for peptides (C) and proteins (D). The deviation from average is defined as the relative deviation of each peptide or protein in a particular protocol from the mean abundance of all protocols.

To investigate this further we assessed the distribution of the observed variation for each protocol on both peptide and protein level. The box plots shown in Fig. 5 depict the percentage of ‘deviation from average’ distribution for peptides (Fig. 5C) and proteins (Fig. 5D). The ‘deviation from average’ percentage indicates the least bias, which is the case for the ISD:SDC protocols on both protein and peptide level (83–86% and 90–92%, respectively). The ISD:Urea protocol has the lowest percentages (69 and 76% for peptides and proteins, respectively) and thus relatively the highest bias. Interestingly, the phase transfer removal of SDC in all cases results in higher percentages compared with standard acid precipitation. For peptides this percentage increased from 82.6 to 86.1% for ISD:SDC and from 75.2 to 77.3% for SF-ISD:SDC protocols. For proteins the increase is from 90.4 to 91.7% and from 85.4 to 85.5% for ISD:SDC and SF-ISD:SDC, respectively (Fig. 5).

Next, we performed an in-depth quantitative analysis to investigate significant differences among protocols. Initial principal component analysis (supplemental Fig. S6) revealed that the various protocol replicates are very similar whereas the different protocols can easily be distinguished. Hierarchical and fuzzy c-means clustering was subsequently applied to visualize and identify relative changes in specific groups of proteins and peptides for each digestion protocol (Fig. 6). When inspecting the hierarchical peptide and protein clusters (Fig. 6A and 6D, respectively), several groups of abundance changes can be discerned. It is also noticeable that both the ISD:SDC (PT) and SF-ISD:SDC (PT) protocols display the least variation as was also concluded from Fig. 5. Fuzzy c-means clustering was subsequently applied to define and visualize the significant groups of proteins and peptides that
Fig. 6. **In-depth quantitative analysis of significant differences observed among protocols.** A, D, Hierarchical clustering of peptide (A) and protein (D) normalized log ratios among each digestion protocol, measured in triplicate. The heatmap color limits are set to ± two standard deviations, calculated over the complete quantitative data set. B, E, Fuzzy c-means clustering of changes in peptide (B) and protein (E) standardized abundance among all protocols, presented in the same order as listed for the heatmaps. C, F, Summary of differences observed among each cluster for several physicochemical peptide (C) and protein (F) parameters, including peptide sequence length, pI, hydrophobicity (GRAVY), protein molecular weight (MW) and number of transmembrane (TM) domains. G, Bar graphs representing the summed log ratio of significantly changed protein and peptide abundances in each protocol plotted against several binned physicochemical parameters. Significance level was defined as q-value <0.05 (p value corrected for multiple testing) and ± one standard deviation calculated over the average of all protocols. This corresponds to a 1.5-fold and 2.2-fold change on peptide and protein level, respectively.
display similar changes in abundance. In total, four peptide clusters could be defined (Fig. 6B) and three protein clusters (Fig. 6E) and for each the number of members is indicated. To assess the properties of clustered peptides and proteins, we investigated several physicochemical parameters including peptide sequence length, pi, hydrophobicity (GRAVY), protein molecular weight, abundance and number of transmembrane domains. Several interesting features could be noted and the overall results are schematically summarized in Fig. 6C and 6F, whereas the supporting evidence is provided in supplemental Fig. S7. We observed that peptide cluster 3 and protein cluster 2 mainly consists of features underrepresented using the ISD:Urea protocol. This includes relatively small and on average higher abundant proteins with few transmembrane domains (Fig. 6F), and peptides with the longest average sequence length (Fig. 6C and supplemental Fig. S7). Some proteins and peptides in the ISD:Urea protocol are overrepresented (both cluster 1), which represent relatively large and lower abundant proteins with a high number of TM domains (membrane proteins) but with smaller, more hydrophilic peptides. This cluster also indicates that, unless phase transfer is applied, the abundance of these particular proteins and peptides is diminished when SDC or RapiGest is removed by standard acid precipitation. Peptide cluster 2 and protein cluster 3 contain features that are generally better represented in SDC-based protocols but not in any of the others. These clusters contain proteins with an intermediate amount of TM domains (Fig. 6F), but on average the most hydrophobic peptides with longest average sequence length (Fig. 6C and supplemental Fig. S7). This is the only peptide cluster that revealed a significant peptide sequence profile after scanning with motif-x (30). Methionine residues were overrepresented in peptide cluster 2 (supplemental Fig. S8), probably reflecting that methionine residues are abundant in transmembrane segments which generate, on average, longer hydrophobic peptides. This concurs with the properties uncovered for peptide cluster 2 (Fig. 6C). Finally, peptide cluster 4 contains features that are negatively influenced by the phase transfer protocols. As in this quantitative approach all unique peptides were used for protein quantitation, certain peptide and protein clusters display similar trends. No corresponding protein cluster was however found for peptide cluster 4. This indicates that the peptides in cluster 4 do not significantly contribute to the protein quantitation, most likely because of their relative lower intensities.

Lastly, we aimed to further investigate the most prominent differences between each protocol and their individual characteristics in more detail. For this purpose, we plotted only the significantly changed proteins and peptides against binned physicochemical parameters, summing the ratios to obtain a weighted representation (Fig. 6G). The significance level thresholds were defined as q-value <0.05 and >1.5-fold and >2.2-fold change on peptide and protein level, respectively, which corresponds to ± one standard deviation calculated over the average of all protocols. Identical parameters were applied to create the volcano plots provided in supplemental Fig. S5, where the numbers of significantly changed proteins and peptides are indicated for each protocol. As a result, several prominent protocol characteristics can be gleaned from Fig. 6G. The urea-based ISD protocol results in significantly more missed cleavages compared with any other protocol and displays a bias toward proteins with multiple transmembrane domains. An overall low yield of non-membrane proteins is particularly apparent for protocols based on RapiGest or urea. The SDC-based protocols appear generally superior, but an obvious observation is that phase transfer removal of SDC is quite crucial to obtain the efficiently high and unbiased recovery of peptides. This effect appears most prominent for peptides of medium hydrophobicity with neutral to acidic isoelectric points. When comparing the performance of spin filters to the standard in-solution protocol, it seems that the use of filters may result in the loss of certain larger, hydrophobic proteins. Whereas a lower recovery of very small proteins could potentially be expected with the use of 30 kDa cutoff filters, this is not observed.

In summary, our extensive quantitative comparative analysis indicates that ISD:SDC (PT) is the most efficient and accurate standard in-solution protocol with the least bias, closely followed by the spin filter-aided variant of the protocol, SF-ISD:SDC (PT). In both cases, phase transfer removal of SDC significantly contributed to higher protein digestion efficiency and the reduction of variation and bias.

**DISCUSSION**

We employed qualitative and data-independent quantitative LC-MS/MS to assess efficiency and bias of trypsin-based protein digestion protocols. Mitochondrial protein fractions were used to evaluate protocols based on spin filter-aided as well as standard in-solution digestion methods, previously reported optimal as well as further refined in this study. Our systematic analysis revealed that SDC-assisted in-solution digestion, combined with phase separation, is the most efficient protocol, providing the highest recovery, protein sequence coverage and number of protein identifications, with the least bias toward or against any peptide and protein classes, including membrane proteins. We also demonstrate for the first time that the SDC-assisted protocol is optimal for spin filter-aided digestions, as compared with previously reported methods. Our quantitative workflow thus enabled the objective evaluation of protein sample digestion, identifying two strategies for the quantitative representation of peptides and proteins among all classes, enabling efficient and unbiased protein analysis.

Based on our comparative analysis we concluded that SDC-based digestion protocols are the most efficient compared with other investigated methods using urea or surfactants such as RapiGest. In addition, SDC is inexpensive, aids protein solubility during digestion and enhances trypsin activ-
ity, which allows efficient protein digestion in only 5–7 h. Reducing digestion time from the usual overnight incubation was demonstrated to minimize erroneous peptide deamidation by 50% (31).

Our results initially revealed that SDC-based spin-filter protocols slightly surpass the standard ISD protocol in terms of efficiency. More importantly, we demonstrate for the first time that applying SDC as surfactant in spin filter-aided digestion protocols outperforms the standard spin filter-aided digestion protocol that uses urea for removal of SDS (14). SDS as powerful detergent and SDC as efficient surfactant could well be the most optimal combination to date. We however determined that for the effective removal of SDS before digestion, urea remains a necessity and cannot directly be replaced with SDC. For efficient and unbiased sample preparation, urea should however be avoided during digestion, as we clearly demonstrated here. This is in accordance with previous studies, which expressed the preference of using SDC or RapiGest over urea (7, 9, 32). A recent quantitative study showed that the miss-cleavage bias of trypsin in diluted urea can be virtually overcome by sequential Lys-C/trypsin digestion (33). We however demonstrate here that SDC-assisted tryptic digestions are highly efficient, preventing the need for such combinatorial digestions and allowing to avoid urea altogether.

Compared with the SDC-based spin-filter protocol, the SDC-based standard in-solution protocol provided the highest recovery and lowest variation, with the least bias toward generated peptide and protein abundance. Although the SDC-based spin-filter protocol is efficient, the total sample recovery was lower and higher quantitative variation was observed as well as a lower recovery of certain hydrophobic proteins, as compared with the standard ISD:SDC protocol. These observations may in part be because of the filter surface itself or the additional sample handling required for SF-ISD methods, in contrast to the rather straightforward ISD protocol. In general, we consider ISD:SDC to be a very efficient, unbiased, simple and fast protocol, which can generally be applied to many types of protein samples. The use of TEAB instead of ammonium bicarbonate as buffer also ensures that resulting peptide digest are compatible with “downstream” amino reactive reagents, such as TMT and iTRAQ, for labeled quantitative proteomics experiments. The SF-ISD:SDC protocol should be considered when maximum digestion efficiency is needed and it can be applied to almost any type of protein sample. The SF-ISD protocol offers advantages similar to the standard in-gel digestion procedure, including SDS-assisted protein solubilization and removal of interfering substances, but without several of its limitations. We can however only speculate how our findings may relate or apply to gel-based methods as the in-gel digestion workflow was excluded from our comparison.

The in-gel digestion protocol has been extended to the frequently used GeLC-MS workflow, involving protein digestion and LC-MS analysis of peptides recovered from a set of SDS-PAGE gel bands (34, 35). This approach affords effective protein-level fractionation and high proteome coverage (36, 37) but limitations include biased loss and overall lower recovery compared with in-solution digestion and peptide-based fractionation methods (3, 4, 6, 37). Furthermore, GeLC-MS is convenient for metabolic labeling strategies, but presents gel-slice reproducibility issues for chemical labeling and label-free approaches, whereas in-solution digestion can be consistently and widely applied. The necessity to extract peptides from a gel is the prime source of (differential) protein and peptide loss whereas in-solution digestion essentially all peptides from a given protein have the potential to be detected, provided that efficient and unbiased protein digestion can be achieved using effective in-solution digestion strategies, such as presented here.

To obtain optimal results with the presented SDC-based digestion methods, our findings indicate that acid precipitation with phase transfer, as opposed to acid precipitation alone, is required to prevent introducing bias because of the absence or underestimated abundance of particular peptides. A previous study suggested that phase transfer removal of SDC prevents under-representation of hydrophobic peptides (12). That study was purely qualitative and could not distinguish the abundance difference of all peptide and protein classes. Our current quantitative results however indicate that the bias introduced by removal of SDC by acid precipitation is not selective for one particular peptide class. A previous study, using SDC-assisted digestion and phase transfer, reported a lack of negative bias for membrane proteins by using the correlation between mRNA and protein expression in an *E. coli* lysate (32). The correlation between mRNA and protein expression may however not be reliable enough or practical for comprehensive comparisons of protocol bias in mammalian systems. We now confirmed the lack of bias and further extended these observations by introducing a more straightforward label-free quantitative workflow to determine the most efficient and unbiased digestion protocol on both protein and peptide level for use in peptide-centric proteomics approaches. As novel and updated methods are likely to emerge, our workflow may serve as benchmark for future studies aiming to objectively evaluate digestion of subproteomes as well as more complex samples.

Efficient methods are required to maximize the number of detectable peptides per protein allowing unique proteins and variants to be distinguished and PTMs to be detected. In addition, unbiased generation of peptides is required to most accurately describe the relative and absolute protein levels in a particular sample. This is especially important for label-free (absolute) quantitative approaches, which are becoming increasingly popular. These methods are capable of defining protein abundance as copies per cell and are able to reveal protein stoichiometry in cellular pathways. Recently, estimated absolute protein abundance was achieved in whole
proteomes using unlabeled samples and quantitative strategies relying on the most abundant (unique) peptides per protein (38, 39). Efforts to compare digestion protocols using both qualitative and quantitative approaches, such as are reported here, contribute to the improvement of quantitative proteomics workflows used in large-scale studies of cells, tissues, and whole organisms.

Acknowledgments—We thank the other members of the Protein Research Group for many helpful discussions and comments.

* This work was supported by grants to O.N. J. from NordForsk Center of Excellence ‘MitoHealth’ and the Danish Ministry for Research, Technology and Innovation.

REFERENCES


dem Lys-C/trypsin proteolysis over trypsin digestion. J. Proteome Res. 11, 5145–5156